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TECHNICAL MEMORANDUM 


ADVANCED SENSOR CONCEPTS 

(MSFC Center Director’s Discretionary Fund Final Report, Project No. 03-11) 


1. INTRODUCTION 


The purpose of this Technical Memorandum is to fulfill the requirements of the Center Direc- 
tor’s Discretionary Fund (CDDF) project and document the success of this effort. The original effort 
that started this project is the development of a position sensor technology for the Glovebox Integrated 
Microgravity Isolation Technology (g-LIMIT) project. The dual axis position sensor developed for the 
g-LIMIT project was patented under U.S. Patent No. 6,246,228. 1 This patented position sensor is used 
in the g-LIMIT flight project for position sensing. The other sensor concepts developed in this CDDF 
stem from that original patent. Another patent being studied under this CDDF project is the rotary posi- 
tion sensor (RPS), U.S. Patent No. 6,31 3, 624. 2 These technologies have been demonstrated at several 
sensor tradeshows during the past few years, and partners for commercialization are currently being 
sought. Copies of the first page of these patents are included in appendices A and B, respectively. 

The CDDF was solicited to continue development of the sensor concepts. The base objective 
of the advanced sensor concepts (ASC) CDDF was to develop two novel sensor concepts based on 
the aforementioned patents and refine the capabilities of the RPS: (1) A low-cost, rugged, absolute lin- 
ear position sensor, and (2) an absolute limit switch for general-purpose applications. Due to the patent 
process, the technologies developed with this CDDF cannot be fully detailed. In addition, test data and 
specific design information that would normally be included in appendices to this report are intention- 
ally omitted. This information is available with appropriate authorization. To date, the investigators have 
developed and submitted seven technology disclosures based on the original patents. These technologies 
are currently in the patent process at the Marshall Space Flight Center (MSFC). 


2. DESCRIPTION 


2.1 Basic Sensor and Testing 

All the technologies developed with this effort utilize a sensor unit that consists of only two 
active components: (1) A sensor coil and (2) an excitation coil. To allow multiple iterations for a sin- 
gle sensor concept, the sensor coil printed wiring board (PWB) was designed with multiple coils. The 
prototype sensor coils were fabricated on a PWB that was manufactured with Kapton® foil as the base 
material. Although a fully developed sensor would have multiple layers to provide more access to the 
individual sensor signals, single-layer coils were produced. These PWBs would be mounted on a rigid 
material to permit sensor configuration switching during testing. Figure 1 is a picture of the active 
sensor components, and figure 2 shows the sensor coil PWB mounted to a rigid base board. Figure 3 
is a picture of the test fixture for testing the linear sensor. The linear test setup has the ability to move 
in 0. 1 -pm steps. This resolution provides the basis for specifying the overall accuracy of the sensor 
technology. 



Figure 1. Sensor active components. 


The prototype sensors were using an automated test system that moves the excitation coil, 
records the position, and then moves to the next position. This automated tester allows multiple runs 
to be analyzed together without having to recalibrate the system. Various sensor configurations were 
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Figure 2. Sensor coil mounted to rigid base board. 



Figure 3. Test fixture setup. 


tested, and these data were used to determine the best sensor coil configuration. The plot shown in 
figure 4 presents several data runs for a specific sensor prototype. In the plots, note that data from each 
run follow the same trend and that the difference between a straight line and the data is the sensor error 
and, thus, the accuracy of the sensor. 

Analyzed data from those tests are discussed in this paragraph. Table 1 lists the test results 
for a specific sensor. These data present the accuracy of the sensor by stating the maximum, average, 
and standard deviation errors with respect to a straight line. In addition, these data are analyzed for 
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Figure 4. Typical multirun sensor data plot. 


Table 1. Sensor capabilities. 



Run/Run 

Accuracy 

Correlation 
Max error 
Average error 
Standard deviation 

0.9999999 
1.72 pm 
0.59 |jm 
0.41 |jm 

N/A 
3.7 |jm 
0.86 |jm 
0.67 |jm 


run-to-run correlation. Correlation of data from run to run is important for sensor repeatability. If a 
sensor has a high correlation from run to run, then it is possible to improve the accuracy by calibrating 
the sensor to a nominal calibration curve. An explanation of correlation significance is necessary. When 
analyzing data sets for correlation, changing only one data point from one data set reduces the correla- 
tion from 0.9999999 to 0.99995. The second value, 0.99995, is still a good correlation, but the closer 
to 1 — from run to run— the better the ability to produce accurate results from sensor calibration. 

During the testing phase of this CDDF, an unusual anomaly was detected with the data. Fig- 
ure 5 shows a magnified example of the anomaly. Several configurations were tested, and every sensor 
produced the anomaly. When the test equipment parameters were changed, the anomaly changed scale. 
After much analysis, it was determined that the anomaly was due to the capabilities of the digital mul- 
timeter. (DMM) The DMM was used as a voltmeter in the alternating current (ac) range. The minimum 
voltage in this frequency range that can be accurately measured is around 0.1 (iV. Below this value, the 
DMM loses gain, and therefore, the sensor appears to have a significant problem around null. To correct 
for this anomaly, data around null has been numerically corrected for the accuracy analyses. The analy- 
sis of correlation utilizes the raw uncorrected data, and thus, the repeatability of the sensor is as stated 
in table 1. 
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Figure 5. Anomaly caused by DMM. 


2.2 Sensor Derivatives 

The first sensor developed in this CDDF is a low cost, rugged, absolute linear position sensor. 
The base sensor concept is known as the single-coil absolute position sensor (SCAPS). This basic sensor 
component can be utilized in many different configurations. Each of the other technologies developed 
during this project will be briefly discussed, but due to patent filing restrictions, full technological dis- 
closure is limited. 

2.2.1 Gap Sensor/Synchronization Winding Technology 

The SCAPS sensor has the ability to measure linear position, but by adding the gap sensor/syn- 
chronization (GapSyn) winding to the base sensor, other axes of measurement can be detected. This 
second winding can be used to not only measure the gap between the base sensor and excitation source 
but also act as a method for transferring the base frequency to the signal conditioning electronics. This 
GapSyn winding does not have to be present for the base sensor concept to operate, but by combining 
the two technologies, the excitation or reference signal is wirelessly transmitted to the sensor coil side 
of the device. 

2.2.2 Metal Single Coil Absolute Position Sensor 

During the testing phase of the SCAPS sensor concept, it was theorized that there might 
be a method of shielding the unused portion of the winding from the excitation source. This proved to 
be unsuccessful, but during this testing, it was discovered that the shield acts as a method of enhancing 
the base sensor’s accuracy. This modified sensor was termed the metal SCAPS (mSCAPS). The mSCAPS 
innovation improved the sensor’s linearity and significantly increased the signal-to-noise ratio. This tech- 
nology innovation could be used to make similar improvements to the already patented RPS technology. 
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Addition of metal to the base sensor does not change the ability of the original sensor to function. There 
may be applications where addition of the metal is undesirable and the original sensor will function, 
albeit less accurately. 

2.2.3 Short Range Antenna 

While testing the sensor, it was theorized that the components that make up the sensor can 
be utilized to transmit data across the gap. This makes the sensor windings function as a short range 
antenna (SRA). The SRA function can be used in parallel to transfer data while the base sensor is 
operating, or the SRA function can be multiplexed with the position sensor function. 

2.2.4 Absolute Limit Sensor 

The absolute limit sensor (ALS) is a combination of the base sensor technology with a limit 
switch. This combination provides the functions of a noncontact limit switch with the position informa- 
tion from the sensor. This combination is very useful when comparing to current limit switch technol- 
ogy. Limit switches are generally used to define end-of-travel and home locations. Generally, limit 
switch technology is not precise enough to determine the exact location of the system when the switch 
is activated. This ALS combination provides an inexpensive method for determining the precise posi- 
tion on the limit switch being operated without the need for another position sensor in the system. Since 
the ALS provides absolute position information, is not necessary on startup to send the system to a pre- 
defined home location. The sensor would provide accurate position information on restart even if the 
system has moved during down periods. 

2.2.5 Single Coil Absolute Position Sensor Digital Signal Conditioning Electronics 

The SCAPS digital signal conditioning electronics are a novel electronic circuit. This circuit 
is used to signal condition the output of any of the previous technologies. This technology innovation 
affords more flexibility and accuracy than any prior signal conditioning technology. These electronics 
enable the system to include look-up tables with calibration curves. This allows the manufacturer to cali- 
brate the unit prior to delivery, and increase accuracy. Also, it provides the capability of recalibrating the 
system post assembly. 


2.3 Rotary Position Sensor 

In this CDDF, the advances to RPS technology were mainly focused on achieving a brushless 
design. For a complete discourse of the RPS technology, reference is made to U.S. Patent No. 6,313,624. 
Several different rotary transformers were acquired and subsequently tested. The intended use of the 
rotary transformer was to transfer the excitation to the rotor of a shaft. The resultant use is to return the 
sensor coil data from the rotor. In the original design of the RPS unit, the excitation signal was trans- 
ferred to the rotor via a slip ring. 

Rotary transformer testing indicated that the load from the excitation inductor was too great for 
transmitting significant signal strength. This is important since signal magnitude is the means by which 
the sensor coil operates. The greater input signal, the more output signal is developed and thus, greater 
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the ability to measure absolute position developed from the output signal. Due to this, several rotary 
transformers were designed and tested to achieve an optimal transformer design/winding ratio that 
would be able to transfer the excitation signal to the rotor. Figure 6 is a picture of the rotary transformers 
during testing. Unfortunately, these efforts were also unsuccessful in generating sufficient output signal. 



Figure 6. Rotary transformers. 


Therefore, it became necessary to redesign the RPS in order to place the sensor coil on the rotary 
shaft. This design effort is dependent on a multicoil rotary transformer. These multicoil rotary transform- 
ers are common in video cassette recorders and digital audio/video tapes. The manufacturers of these 
units are overseas, and through much effort, several units were acquired. Figure 7 is a picture of the mul- 
ticoil rotary transformers. These transformers have two or four channels for transmitting data across the 
rotary interface. The redesign of the brushless RPS unit is still in process. 



Figure 7. Multicoil rotary transformers. 
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During the CDDF, a third rotary sensor based on the basic sensor coil was developed. This 
design was developed for an army prototype missile program. Details about the design are confidential, 
and therefore, any specific detail is not included. This rotary sensor design is a limited angle sensor, 
±90°. Originally this sensor design was to utilize a rotary transformer. Due to the rotary transformer 
design problems, the decision to utilize a miniature pancake slip ring was made. This sensor configur- 
ation has been tested in the laboratory at MSFC. The accuracy of this sensor is 10-12 bits over ±90°. 
Similar to the basic sensor, this configuration also has a high degree of correlation from run to run. 

The correlation valve for this rotary sensor design is 0.9999996. Figure 8 is a picture of the rotary 
sensor testing. 



Figure 8. Rotary sensor testing. 


2.4 Sensor Applications 

Applications of this novel sensor technology have just started to materialize. The sensor compo- 
nents can be utilized as a microposition sensor with the technology as originally developed. If the sen- 
sor components were buried in layers of carbon composite, component movement may detect interlayer 
separation. This concept can be used as a nondestructive test to determine the carbon composite lattice 
structure integrity. Similarly, the components could be buried inside a structure to provide measurements 
of internal component motion. The sensor components can be activated, and the information can be 
transmitted to a remote monitoring location. 

This sensor concept was also the basis for a proposal that used the sensor to measure the gap 
between beams or panels during automated assembly. Multiple sensors would provide the means for 
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determining the position and orientation between two major structural components. If the components 
were not in the proper alignment or were attempted to be incorrectly assembled, the sensor technology 
would inhibit improper assembly. Post assembly, the sensor would provide position measurement of the 
joint and would provide the ability to detect if structural integrity was being compromised. The SRA 
function provides the ability to transfer data between the major components without the need for direct 
connections. The SRA function would also be utilized during initial assembly to transfer other assembly 
information as required. This sensor application was presented in a conference paper for the Space Tech- 
nology Applications International Forum in February 2005. 3 Figure 9 is an illustration of the concept for 
space- and moon-based operations. 



Figure 9. Autonomous assembly concept. 
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3. CONCLUSIONS AND RECOMMENDATIONS 


The ASC project has been a remarkable success. Using the CDDF to develop these concepts 
into reality has contributed to the potential migration of these sensors into several useful products. The 
investigators have developed a new absolute linear sensor technology that has great promise to be uti- 
lized in a wide range of applications. This sensor technology has only two active components and can 
be reconfigured as the application warrants. In addition, the investigators have developed five other 
novel sensor related technologies plus one other signal conditioning electronics technology. These 
innovations have been submitted for patent application. The RPS is currently under redesign in order 
to incorporate a brushless transformer and mSCAPS technology. The inclusion of the rotary transformer 
will increase the market for this sensor configuration, and it is expected that the inclusion of the con- 
cepts used in mSCAPS technology will significantly improve the linearity and signal-to-noise ratio of 
the RPS. Finally, another rotary sensor design has been identified and is currently being developed for 
an army missile program. This sensor technology is the basis for a proposed autonomous assembly of 
a modular structures concept that will enable the realization of building large structures in space, on 
the Moon, or on Mars. 

The SCAPS sensor combines several functions into a single sensor unit. This simplifies the num- 
ber of active components in the system and, thus, increases reliability. The basic sensor is a simple two- 
component device that can be reconfigured as the user requires. Because of its simplicity, the SCAPS 
technology is inherently inexpensive to manufacture and can, therefore, be widely utilized without sig- 
nificant cost. Also, the simplicity allows multiple units to work in the same location. This configuration 
provides redundancy and increases reliability even more. All this simplicity belies the sensor’s accuracy. 
This sensor technology can provide absolute repeatable measurements accurate to 1 pm and can be 
configured as a two- or three-dimensional sensor along with additional capabilities, such as the SRA. 
This technology has the potential to be microminiaturized for use in microelectromechanical systems 
(MEMS). This will provide the capability to measure motion inside a MEMS device. 

It is the investigator’s belief that the CDDF process has provided the initial impetus to bring 
about the realization of this sensor technology. It is recommended that continued development of this 
sensor technology and related applications of the technology be pursued. This sensor technology has 
the potential to become a new class of linear and rotary sensors, which would compete well in current 
linear and rotary sensor markets. In addition, this sensor technology is unique with its low cost, light 
weight, and relatively unobtrusive implementation. The sensors have the ability to be incorporated 
into locations where current linear sensors cannot be utilized or are impractical for cost reasons. 
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